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Abstract 

Background: The pulsed electron avalanche knife (PEAK) PlasmaBlade™ is an innovative electrosurgical device that 
uses a novel technology to cut tissues. It has been proven to be safe and feasible in ear, nose, and throat surgery, but 
there are only limited data concerning the use of PlasmaBlade™ instead of conventional electrocautery in cardiac 
implantable electronic device (CIED) procedures except for generator replacements.

Methods: We conducted a retrospective, single-center study with patients undergoing CIED surgery at our center 
between December 2015 and March 2017 and evaluate the feasibility and the clinical outcome of the PlasmaBlade™.

Results: 282 patients (mean age 70.7 ±  12.9 years; 65.6% male) were included, of which 119 (42.2%) underwent 
pacemaker implantation, 95 (33.7%) implantable cardioverter defibrillator implantation, and 68 (24.1%) received 
a generator replacement. At the time of the procedure, 55 patients (19.5%) were on dual antiplatelet therapy, and 
109 (38.7%) patients were on oral anticoagulation (30.5% vitamin K antagonists, 8.2% novel oral anticoagulants). The 
overall perioperative complication rate was 3.9%. Device-pocket hematoma occurred in 9 patients (3.2%) requiring 
further surgery. No lead damage was seen within a follow-up of 6 months. One patient presented with device-pocket 
infection 2.9 months after implantation of a cardiac resynchronization therapy defibrillator requiring CIED system 
extraction.

Conclusions: Replacing conventional electrocautery by PlasmaBlade™ for CIED procedures is feasible with a mod-
erate rate of perioperative complications compared to the literature. Studies comparing the PlasmaBlade™ with 
conventional electrocautery are necessary to investigate whether PlasmaBlade™ offers an additional benefit over 
conventional electrocautery.

Keywords: PEAK PlasmaBlade™, Generator replacement, Implantable cardioverter defibrillator implantation, 
Pacemaker implantation

© The Author(s) 2017. This article is distributed under the terms of the Creative Commons Attribution 4.0 International License 
(http://creativecommons.org/licenses/by/4.0/), which permits unrestricted use, distribution, and reproduction in any medium, 
provided you give appropriate credit to the original author(s) and the source, provide a link to the Creative Commons license, 
and indicate if changes were made. The Creative Commons Public Domain Dedication waiver (http://creativecommons.org/
publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated.

Background
Due to the aging population, the number of cardiac 
implantable electronic device (CIED) implantations has 
increased over the last decades [1, 2]. Complications fol-
lowing CIED implantation are more frequent than gen-
erally acknowledged and range from 9.5 to 12.6% [3, 4] 
in large clinical trials and are associated with healthcare 
costs, patient discomfort, and increased morbidity and 

mortality. Early complications include pneumothorax, 
hematoma, infections, and lead dislocation [5–7]. One of 
the most common complications after device implanta-
tion is device-pocket hematoma (0.6–5.2%) [8, 9], espe-
cially in patients on oral anticoagulation. Generator 
replacements carry the additional risk of inadvertent lead 
damage, especially with the use of conventional electro-
cautery as the heating of the cautery tip may result in 
potential isolation defects [10].

The pulsed electron avalanche knife (PEAK) PlasmaB-
lade™ is a new low-thermal-injury electrosurgical device 
that uses brief, precise pulses of radiofrequency (RF) 
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energy to cut and coagulate soft tissue. PEAK PlasmaB-
lade™ device allows touching the leads directly with the 
tip of the PlasmaBlade™ and to cut off all the tissue which 
is covering the leads. The precision of cutting and coag-
ulation  is controlled by the surgeon by adjusting the 
power  level. The soft tissue dissection device of PEAK 
PlasmaBlade™ has been widely applied in ear, nose, and 
throat (ENT) procedures and is considered to provide 
scalpel-like cutting precision and bleeding control while 
producing less tissue injury and minimal scar formation 
[11]. Thermal injury depth, inflammatory response, and 
scar width appear to be reduced upon PlasmaBlade™ 
incisions in comparison to conventional electrocautery 
[12]. Thus, PlasmaBlade™ may provide significant advan-
tages in wound healing. With respect to CIED surgery, 
the use of PlasmaBlade™ might accelerate wound heal-
ing and thereby reduce the rate of infections. In addition, 
there is no risk of lead damage during generator replace-
ment compared to conventional electrocautery [13].

The aim of this study was to evaluate the feasibility and 
clinical outcome of the PEAK PlasmaBlade™ in patients 
undergoing all types of CIED surgery in our center.

Methods
Study design
From December 2015 to March 2017, patients undergo-
ing pacemaker (PM), implantable cardioverter defibril-
lator (ICD) implantation, and generator replacements at 
our center were included in this retrospective observa-
tional study. The study was conducted in compliance to 
the Declaration of Helsinki, and the research protocol 
was approved by the Ethics Committee of the Medical 
Faculty of the University of Essen. According to the insti-
tutional review board and the retrospective design of the 
study, a written informed consent of the participants was 
not required.

Procedures
CIED surgery was performed under conscious sedation 
with local anesthesia. All procedures were performed 
using the PEAK PlasmaBlade™ (Medtronic Inc., Min-
neapolis, MN, USA). We normally used PlasmaBlade™ 
CUT 5 and COAG 6 mode. Conventional electrocautery 
was not used. Novel oral anticoagulants (NOACs) were 
stopped at least 48 h before the procedure and were re-
started 48 h after the procedure. In patients treated with 
vitamin K antagonist (VKA), VKA was continued with 
a target international normalized ratio (INR) between 
2.0 and 3.0 on the day of surgery. In case of interrup-
tion of VKA, patients received bridging therapy with 
intravenous heparin. Heparin was reinitiated 24  h after 
the procedure and continued until a therapeutic INR 
was achieved. Intravenous heparin was preferred over 

low-molecular-weight heparin. Antiplatelet therapy was 
not stopped. All procedures were performed by a single 
experienced operator (E.K.). The preferred access for 
lead implantation was the vena cephalica. In case of a 
failed cephalic approach, a subclavian vein puncture was 
performed.

Complications were divided into infectious complica-
tions (superficial infections, pocket infections, and sys-
temic infections requiring complete device extraction), 
lead damages during device replacement resulting in 
generator or lead malfunction requiring re-operation, 
device-pocket hematomas, as well as death from any 
cause within 30  days. Device-pocket hematoma was 
defined as hematoma requiring further surgery and 
resulting in prolongation of hospitalization. Prolongation 
of hospitalization was defined as extended hospitalization 
for at least 24  h after the index surgical procedure, pri-
marily due to hematoma. Daily assessment of the device 
pocket and wound examination were performed until 
the patient was discharged from the hospital. Follow-
up visits (including wound assessment) were scheduled 
4 weeks, 3, and 6 months after the procedure regardless 
of the type of CIED surgery in our outpatient clinic.

Statistical analysis
Baseline characteristics, procedure-related data, pro-
cedure-related complications, and follow-up date were 
recorded into a database. Statistical analyses were per-
formed using SPSS statistical software version 23.0.02 
(IBM SPSS Statistics for Mac, Version 23.0.02. Armonk, 
NY: IBM Corp). Continuous variables are expressed 
as mean ±  standard deviation in case of normal distri-
bution, as median and interquartile range in the case of 
other distribution. Categorical variables are summarized 
as counts and percentage. Since this was an exploratory 
analysis, no adjustment for multiple testing was applied.

Results
Patient and device characteristics
282 patients presented for CIED surgery between Octo-
ber 2015 and March 2017. 119 patients underwent PM 
implantation (27 single-chamber PMs, 79 dual-chamber 
PMs, 13 CRT-PMs), 95 patients ICD implantation (49 
single-chamber ICDs, 15 dual-chamber ICD, 29 CRT-
ICDs, 2 subcutaneous ICDs), and 68 patients received a 
generator replacement (27 pacemaker and 41 ICD gener-
ator replacements) (Table 1). Mean patient age was 70.7 
± 13.9 and 185 (66%) patients were male. Mean ejection 
fraction (EF) was 39 ± 13%. Dilative cardiomyopathy 
was present in 41 (15%) patients, ischemic cardiomyo-
pathy in 40 (14%), and hypertrophic cardiomyopathy 3 
(1%) patients. Forty-two (15%) patients had prior cardiac 
surgery. Nearly half of the patients (n = 135, 48%) had a 
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history of atrial fibrillation. Therefore, a majority of the 
patients underwent CIED implantation on oral anticoag-
ulation (Table 2). Eighty-six patients (30.5%) were treated 
with VKA, and 23 (8.2%) patients were on NOAC ther-
apy. Among the NOACs, Apixaban was most frequently 
used followed by Rivaroxaban. Six patients underwent 
the procedure on triple anticoagulation, and 55 patients 
on dual antiplatelet therapy (DAPT). Baseline character-
istics of the patients are listed in Table 3.

Procedural data
The mean overall procedure duration (time from first skin 
incision until the end of surgery) was 60.1 ±  49.3  min 
ranging from a minimum of 8 min for a simple PM gen-
erator replacement and a maximum of 320 min for a CRT 
implantation. The mean postoperative hospital stay of the 
patients treated with PlasmaBlade™ was 5.7 ± 4.0 days.

Complications occurred in 11 (3.9%) patients. Of 
these, 2 (1 pneumothorax and 1 atrial lead dislodgement) 

complications were seen within 24  h after the index 
procedure. Nine patients (3.2%) developed a significant 
device-pocket hematoma requiring surgical interven-
tion. Of note all device-pocket hematomas developed 
48  h after surgery. Seven of these patients (77.8%) were 
on oral anticoagulation (5 VKA, 2 NOACs), 2 patients 
were on DAPT. INR at the time of the index surgery was 
1.62 ± 0.45. Only 1 patient underwent CIED surgery on 
uninterrupted VKA. No blood transfusion was needed. 
One pocket infection (0.35%) requiring complete device 
and lead extraction was seen. There were no damaged 
leads that had to be replaced after the index procedure or 
within the 6-month follow-up. One patient died within 
30  days, which was not related to the CIED procedure. 
A detailed list of all complications is provided in Table 4.

Discussion
PlasmaBlade™ is a promising novel surgical tool that 
provides atraumatic, scalpel-like cutting precision and 
electrosurgical-like hemostasis, resulting in minimal 
bleeding, tissue injury, and scar formation. Acute ther-
mal injury depth was reduced by 74% [12]. PlasmaBlade™ 
incisions demonstrated reduced inflammatory response 
and scar width in healing skin compared with conven-
tional electrocautery or scissors. Within the context of 
CIED surgery, PlasmaBlade™ might therefore provide 
clinically meaningful advantages over conventional elec-
trocautery by accelerating the healing process, reducing 
the risk of infection and avoiding inadvertent lead dam-
age. This again may lower overall hospital costs com-
pared to conventional techniques.

Table 1 List of CIED procedures

PM pacemaker, ICD implantable cardioverter defibrillator, CRT cardiac 
resynchronization therapy

n (%)

Pacemaker implantations

 Single chamber (VVI-PM) 27 (9.6)

 Dual chamber (DDD-PM) 79 (28.0)

 CRT-PM 13 (4.6)

ICD implantations

 Single chamber (VVI-ICD) 49 (17.4)

 Dual chamber (DDD-ICD) 15 (5.3)

 CRT-ICD 29 (10.3)

Subcutaneous ICD (S-ICD) 2 (0.7)

Generator replacements 68 (24.1)

 PM generator replacement 27 (9.6)

 ICD generator replacement 41 (14.5)

Table 2 Peri-interventional anticoagulation

VKA vitamin K antagonist, DAPT dual antiplatelet therapy, NOAC novel oral 
anticoagulant
a Mean INR of patients on VKA at the time of the procedure was 1.51 ± 0.37

Anticoagulation n (%)

VKAa 87 (30.9)

NOAC 15 (5.3)

 Rivaroxaban 8 (2.8)

 Edoxaban 2 (0.7)

 Apixaban 15 (5.3)

 Dabigatran 0 (0)

DAPT 55 (19.5)

Triple therapy 6 (2.1)

Table 3 Baseline demographic and  clinical characteristics 
of the study population

DCM dilatative cardiomyopathy, ICM ischemic cardiomyopathy, HCM 
hypertrophic cardiomyopathy, CABG coronary artery bypass graft surgery

Patients n = 282

Demographics

 Age, years 71 ± 13

 Male sex, n (%) 185 (65.6)

 Body mass index (kg/m2) 27 ± 5

Medical history

 DCM, n (%) 41 (14.2)

 ICM, n (%) 40 (14.2)

 HCM, n (%) 3 (1)

 CABG, n (%) 42 (14.9)

 Ejection fraction (%) 39 ± 6

 Atrial fibrillation, n (%) 135 (48.0)

 Renal insufficiency, n (%) 79 (28.0)

 Diabetes, n (%) 73 (25.9)
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There are currently data supporting the use of Plas-
maBlade™ in patients undergoing PM or ICD generator 
replacement [13]. Generator replacement is associated 
with the risk of developing pocket hematoma and/or 
infection and inadvertent damage to the leads, especially 
when leads have to be freed from surrounding fibrous 
tissue using conventional electrocautery or scissors. No 
studies exist evaluating the use of the PlasmaBlade™ 
instead of conventional electrocautery for all types of 
CIED procedures. Our data are the first to demonstrate 
that the PlasmaBlade™ can be used instead of conven-
tional electrocautery for de novo CIED implantations 
and generator replacements with comparable procedure 
duration and a low risk of wound infections within a fol-
low-up of 6 months compared to the literature.

The overall perioperative complication rate in our pop-
ulation was 3.9% which was mainly attributable to a con-
siderable amount of device-pocket hematomas (3.2%). 
Considering the fact that 38.7% of the patients were on 
oral anticoagulation and 19.5% on DAPT, this is most 
likely a result of the anticoagulation regime, but not a 
problem associated with the general use of the Plasma-
Blade™. Furthermore, the mean INR of patients on VKA 
at the time of the procedure was 1.51 ± 0.37 [0.99; 2.75] 
suggesting that only a small amount of patient underwent 
CIED surgery on uninterrupted VKA. It is most likely 
that interruption of VKA was contributing to the higher 
rate of hematomas compared to the literature according 
to the results of the BRUISE CONTROL study [14] and 
was resulting in a prolonged postoperative hospital stay 
[15, 16].

Despite the above-mentioned advantages of the Plas-
maBlade™, the acquisition costs of the PlasmaBlade™ are 
distinctly higher than those of a conventional electrocau-
tery unit. Further data demonstrating a reduction in the 
overall complication rate, procedure time, and length of 
hospital stay translating into cost savings are necessary 
until PlasmaBlade™ might replace the conventional elec-
trocautery unit.

Limitations
The major limitation of our study is that it is a non-ran-
domized, retrospective single-center study. Furthermore, 
as PlasmaBlade™ was used in all patients, there was no 
control group, in which conventional electrocautery 
as the standard of care was applied. We were indeed 
able to demonstrate the feasibility and safety of replac-
ing conventional electrocautery by PlasmaBlade™ in a 
“real-world” setting in all types of CIED procedures, but 
it remains to be seen whether PlasmaBlade™ might be 
superior to conventional electrocautery.

Conclusions
The use of PEAK PlasmaBlade™ instead of conventional 
electrocautery during de novo PM and ICD implanta-
tions and generator replacements seems to be feasible 
and is associated with a moderate risk of complications. 
Further studies comparing PlasmaBlade™ and conven-
tional electrocautery are warranted to evaluate whether 
PlasmaBlade™ is superior to conventional electrocautery 
for CIED procedures.
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